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Chlorine and total Chlorine in 

Water and Wastewater  
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  
 
 
 
 
 



Application  

Datum: 10.02.2014 Seite 2 von 12 

Use 
 
This method is used for the quantitative determination of Chlorine, Hypochlorite and Chloramine in 
water and wastewater using the potentiometric or Dead Stop titration method with phenylarisine oxide 
as titrant. The method is used for chlorine concentrations < 5 mg/L. The endpoint can be detected 
potentiometric using a combined platinum electrode (recommended) or amperometric using a double 
platinum electrode. 
 

Appliances 
 

• Titrator: TL 7000 
• Basic device 
• Magnetic stirrer TM 235 
• 10 or 5 mL Exchange unit WA 10/WA 5, with amber glass bottle for the titrant, complete 

 
 

Electrodes 
 

• Electrode: Pt 62 or Pt 62 RG combination electrode with a cable L 1 A 
•  or Pt 1200 for amperometric indication with cable L 1 NN 

 
 

Reagents 
 

• Titrant: phenylarsine oxide (PAO) standard solution 0,00564 N 
• Acetate buffer pH = 4 
• NaOH 1 mol/l  
• Potassium iodide solution 5 % 
• Distilled/DI water 
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Description 

 
Preparation of acetate buffer solution pH= 4 

14,6 g Natriumacetate for analysis are dissolved in 40 ml DI water. To this solution is added 48 ml of 
glacial Aceticacide “Analytical grade”. Then it is filled up with DI water to 100 ml 
 
 
Preparation of the potassium iodide solution 5 %  

5 g of potassium iodide (analysis grade) are dissolved in 60 ml DI water, then it is filled up with DI 
water to 100 ml. This solution has to be freshly prepared every two days. 
 
 
Preparation of NaOH 1 mol/l 
 
4 g of NaOH for analysis dissolved in 60 ml DI water, then it is filled up with DI water to 100 ml   
 

Total Chlorine 
 
200 ml sample (measuring cylinder; for chlorine concentrations > 2 mg/l use less sample and fill up 
with dist. water to 200 ml) are filled into a 250 ml beaker. Add 1 ml KI solution and 1 ml buffer solution 
pH = 4.0 and titrate with the phenylarsine oxide to an equivalence point (potentiometry) or µA endpoint 
(amperometry) 
 

Free (residual) Chlorine 
 
200 ml sample (measuring cylinder; for chlorine concentration > 5 mg/l use less sample and fill up with 
dist. water to 200 ml) are filled into a 250 ml beaker. Add 1 ml KI and 1 ml NaOH solution and titrate 
with the phenylarsine oxide to an equivalence point (potentiometry) or µA endpoint (amperometry) 
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Examples  

 
Potentiometric titration > 0,2 mg/l Cl2  



Application  

Datum: 10.02.2014 Seite 5 von 12 

 
  



Application  

Datum: 10.02.2014 Seite 6 von 12 

Potentiometric titration < 0,2 mg/l Cl2  
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Dead stop titration > 0,2 mg/l Cl2  
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Dead stop titration < 0,2 mg/l Cl2  
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Hints 

 
If you have any questions on the application, you can feel free to contact us.  
 

优莱博技术（北京）有限公司

地址：北京市朝阳区酒仙桥东路 1 号院M8号楼C厅3层301室

Tel.：4 008092068 Fax：4008092068-112
E-Mail：info@julabo.cn 

Web：www.julabo.cn
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